
Note 1:  First formatter reset occurred between 173.2345 ;and 174.0345
Note 2:  Closed Nadir Aperture Door (C-NAD) Response Versus Scan Angle (RVS)
determined from data about day 116
Note 3:  New RVS values derived from the C-NAD analysis installed in operational algorithm
on day 223
Note 4:  Radiative Cooler outgas completed day 225

MODIS PFM On-orbit Cold Focal Plane Temperature  
Difference on Mirror Side (T_fpa@ms1 - T_fpa@ms2)   
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